1. Using a flathead screwdriver unscrew the plunger holder (A) by rotating counter-clockwise.
2. Unscrew the syringe (B) by rotating counter-clockwise.
3. Place new syringe on 6-way valve and screw in clockwise.
4. Replace plunger holder (A) through the plunger head hole and into the pump by screwing clockwise.