Sequence:

System Fault (GC Interface):
System Fault - Please Reboot

Error Code: 1000600a

Cause: An internal system fault occurred. One of the services within the instrument cannot be reached.

Effect: Cannot execute runs. The integrity of any data collected going forward is not guaranteed.

Suggested Resolution:
- Record the system unstable code above when preparing to contact Agilent.
- Attempt to reboot the instrument to rectify the fault.

System Fault - Code: 0x00100000

Reboot Now
AFTER REBOOT:

System Fault - Please Reboot

- Effect
  Cannot execute runs. The integrity of any data collected going forward is not guaranteed.

- Suggested Resolution
  - Record the system unstable code above when preparing to contact Agilent.
  - Attempt to reboot the instrument to rectify the fault.

This is a non-recoverable fault
Reboot from the touchscreen.

System Fault - Code: 0x00100000
Reboot Now

AFTER REBOOT:

System Recovered

- Info Code: 0000007a
- Cause: There was an system fault condition before the last power cycle.
- Effect: The system has recovered and is usable.

- Suggested Resolution
  - Obtain a copy of the crash logs using a data system before contacting Agilent.
  - Ignore this condition if steps were already taken to resolve the issue.